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Safety Instructions 
 

Please read these safety instructions carefully and make sure that you un-
derstand them fully before you start operating the Gas Monitor M.A.C 2240. 

 

APPLYING POWER 
Before using the Gas Monitor, check that the available mains voltage is 
within the specified range of the instrument. 
 

AVOID LIQUID CONDENSATION INSIDE THE MEASURING CHAM BER 
 

 

Liquids must be prevented from entering the measuring chamber! 
 

 

It is therefore important that warm, humid or saturated gases are not drawn 
into a cold measuring chamber because condensation will occur. In such a 
measurement situation, one should ensure that the gases are drawn through a 
water-trap filter before they enter the Gas Monitor. 
The water-trap filter should be used in the immediate environment of the 
instrument to ensure that its temperature is never higher than in the measur-
ing chamber. In this connection, it is important to let the Gas Monitor warm 
up before starting a measurement. 
 

Some gases may be absorbed by the water trapped in the filter. This 
will reduce the gas concentration.  

 

EXPLOSION HAZARD  
The Gas Monitor M.A.C 2240 is not designed for use in potentially 
explosive environments. 
 

 

Never place and operate the instrument in areas with a potentially 
explosive atmosphere! 

 

 

When monitoring potentially flammable or toxic gases it is essential that: 
�  the instrument itself is placed in a well-ventilated area outside the 

potentially hazardous zone; and  
�  a sufficiently long tube is connected to the gas return outlet on the 

back panel so that the sampled gas is carried away to the open air or to 
an extraction and/or filtration unit. 
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1. General Instructions 

1.1 Indications 
 
This manual has to be read carefully before switching on the instrument. 
The instructions must be strictly adhered to. 
 

Non-observance of these instructions may lead to the loss of right to 
claim for damages or warranty!  

 
Meaning of signs used in this instruction manual: 
 

  
: Warning 

 
 

  : Indication of particular importance 
 
 

  : Avoid actions marked with this sign 
 
CATCHWORDS appear in italics on the right hand margin 

 
 
 

1.2. Transportation/ Storage/ Unpacking 
 

During transportation please make sure that the instrument is being pro-
tected against violent shocks or impacts. Transportation of instrument 
should as a matter of principle only be made in original cardboard box 
containing shock absorbing elements. When storing the instrument for a 
longer period of time, it should be wrapped in a plastic hood together 
with a silica gel bag for protection against humidity. During storage or 
transportation exposure of the instrument to temperatures below -10° or 
higher than +60° C must be avoided. 

TRANS-
PORTATION 
DAMAGES? 

Immediately after unpacking the instrument should be visually inspected 
for external damage which might have been caused to it during transpor-
tation. In the event of such damage, the supplier has to be informed im-
mediately and the instrument must not be switched on by any means. 
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2. Description of Gas Monitor M.A.C 2040 

2.1 Instrument layout 

2.1.1 Front view 
 
 

 
 

  1      2                         3        4               5                         6                  7 
 
 
Fig. 1 Front View 

 
  1 mains switch 
  2 cover of activated carbon filter 
  3 device status display 
  4 LC-Display 
  5 measurement channel status display 
  6 pushbuttons (behind front panel) for instrument setup 
  7 interface USB-Stick (optional) 
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2.1.2. Rear View 
 

            9                                              5                   10         11       12       13     14 
 

  

1            2            3             4                     5              6              7         8 
 
 
Fig. 2  Rear View 

 

1 CPU-Module 8 Power supply module 
2 Reset-Button 9 Service interface 
3 Options-Module 10 Gas outlet 
4 Sensor-Module 11 Gas inlet (1...3) 
5 Tubing MG/MIF – Sensor 12 Gas flow control indicator (optional) 
6 MG/MIF-Module 13 SUB-D connector machine interface 
7 Tubing MG/MIF – active. carbon filter 14 Power supply connector 

 



 

 4 

 

2.2 Description of function 
 
 

2.2.2 Description of sensor function 
 
In Gas Monitors M.A.C 2240 a sensor is being used which operates on 
the principle of  
 

Infrared - Optoacoustics. 
 
By means of which the physical quality of many gases to react to 
electromagnetic waves (for instance infrared rays) is being exploited 
as they respond to a single (or to several) wave length(s) specific to 
every kind of gas as well as absorb such energy.  

PRINCIPLE  
An infrared radiation source emits IR-radiation of a wide range of 
different wave lengths. An optical filter permits the passage of   
defined wave lengths of small band width from the radiation source's 
spectrum. This defined bandwidth is characteristic for the gas 
component to be determined.  
At this wave length the gas component will absorb IR-radiation. This 
effect is converted into electric signals by a measuring transducer.  
The concentration of the gas component  is being calculated via 
calibration functions filed in the Gas Monitor's configuration library. 
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2.2.3. Equipment Diagram (schematic) 
 

 

 
 

Fig. 5  Equipment Components Diagram 
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2.2.4 Description of equipment function 
 

Main purpose of instruments type M.A.C 2240 is the measuring of gas 
concentrations in plants, workrooms and the ambient air M.A.C 2240 
instruments are equipped with between 1 and 3 gas sampling inlets, 
which may be controlled either automatically by the equipment soft-
ware or by an external control unit (of an installation or machine).Two 
limiting values (alarm levels) for each measuring channel may be set 
separately in correspondence to existing requirements. 
For measurement of the gas concentration at the selected measuring 
channel the gas to be analyzed is being sucked into the sensor (active 
sample extraction) by a built-in diaphragm pump via a dust filter and 
the measuring gas tube. The valves installed in the test chamber are 
being closed after there. During the measuring process which lasts 
about 10 seconds as a standard, a large number of individual measured 
data is being integrated. The resulting values show up on the display 
consecutively for comparison with the limiting value applicable to the 
actual measuring channel. After termination of the measuring 
procedure the test chamber is being flushed with the new actual gas in 
preparation for the next test sequence. 
A complete cycle takes about 20 seconds as a standard. An evaluation 
of the comparison: limit values vs. measured values takes place after a 
certain delay preset by the equipment software in order to avoid incor-
rect readings eventually caused by momentary oscillations of gas con-
centration. 
In case the comparative evaluation shows values below the given limit 
the connected plant/machine control is being informed by closure of a 
measurement channel related potential free relay contact. The corre-
sponding optical LED indicator will signal "below limit" (green light). 
Exceeding of the first preset limit will lead to omission of contact 
MOK(1..3V), the indicator signals “above first limit” with a yellow 
LED. If the second limit is exceeded, no contact MOK(1...3H) is 
closed, the indicator shows “above second limit” with a flashing red 
LED.    
Quitting the measurement channel in this state will cause the monitor  
to go to the alarm state, an alarm contact and optical/acoustical alarm 
being activated.  
 
When switching from one measurement channel to the other or from 
any test channel to the stand by mode, a connected external printer 
(optional) will print out automatically the last measured concentration 
and in addition the evaluation in reference to the preset limit. In 
addition average values of gas concentration over certain time 
intervals may be established and printed out subsequently. For mass 
storage a USB-Stick (optional) will permit long time accumulation of 
average concentration values as well as facilitate access to their 
evaluation and storage outside of the instrument. 
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2.3 Manufacturer-based configuration 
 
For best possible adaptation of instrument to the envisaged task the fol-
lowing parameters of the configuration may be determined by the cus-
tomer for their integration at the factory or by authorized service per-
sonnel. 
 
�  Alarm thresholds (in ppm) 
�  Operating mode (externally controlled or automatic 

measuring operation) 
�  Cyclic zero value measuring (activated, not activated, time in-

tervals) 
�  Reference temp. and -pressure Standard: 0 °C and 1013 mbar 
�  Time for measuring cycle Standard: 20 seconds 
 
The changing of operating mode and/or of cycle time requires exchange 
of standard software against special software. 
 

2.4 Adaptations at customer's facility 
 

2.4.1 Adjustment of local time/ date 
 
At the right-hand side of the display two switches are to be found 
behind two small bores in the front plate. These switches may be 
activated with a simple slim screwdriver or with a similar tool (Fig. 1, 
item 4) in order to set for instance exact local time and calendar date.  
The setting of time and date is achieved by following steps: 
 
�  Switch off instrument 
 
�  Keep upper switch in pressed down position and switch on instru-

ment. The input mask will appear. Now release switch. The cursor 
is blinking at “day”. 

 

 
 
�  With the upper switch any full hour between "00 and 23 "may be 

selected and set 
�  Confirm the hour setting by briefly pressing the lower switch 
�  The cursor jumps to the next position (“month”). Proceed in the 

way described above. 
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After input of date is finished, the cursor jumps to the time input.  
 

 
 
 
�  Proceed similar to date adjustment 
�  After confirmation of the minutes field, the device continues with 

normal start-up procedure 
 

If there are any mistakes in the adjustment of date/time, please 
repeat from the beginning. In that case switch off device first.  

 

2.5.  Technical data 
 
 
Dimensions:  Height approx.:  150 mm = 5.91 in 
 Width (standard unit) approx.:  235 mm = 9.25 in 
 Depth approx.: 270 mm = 10.63 in 
 

Weight: approx. 5 kg 
 

Electrical mains: Wide range input 
 90 – 264 Volts AC 
 47 – 63 Hz 
 

Power consumption: max. 65 Watt 
 

Temperature range: during storage: between approx.  -10°C to +60°C 
   (+14°F to +140°F) 
 during operation: between  +10°C to +40°C 
   (+50°F to +104°F) 
 

Air moisture range: 0 to 95%, non condensing relative humidity 
 

Digital display: 4-line, 20-character-LCD-display, monochrome 
 

Measuring principle: physical, infrared spectroscopy, opto-acoustic sensor 
 

Compound and 
measuring range: on customers request 
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3. Mounting and Installation 

3.1 Mounting 
MOUNTING 
SITE  

 

In order to assure trouble-free functioning of the instrument, 
mounting it at a site as free of vibrations as possible is of essence. The 
instrument should be kept at a safety distance of at least 5 cm away 
from all surrounding walls to ensure free airflow for cooling of the 

equipment (see also chapter 3.2.2 for reference).  

 

 
 

Exposure of the instrument to low frequency vibrations(up to 30 
cycles per seconds) is to be avoided 

 

 
The instrument has been specified for an ambient temperature range from 
+10°C (+50°F) up to +40°C (+104°F). Condensation of air moisture 
inside the instrument is to be avoided. 
 

FILTERS 
 

For protection of valves and measuring chamber against pollution all 
measuring points have to be provided with appropriate filters. The 

filters must be installed right after the valves of the machine or at the 
gas-intake pipe respectively 

 

 
 
Suitable filters are of such quality that they will neither adsorb molecules 
of the gas components to be measured in the filter housing nor in the fil-
ter element itself. Moreover will they permit filtration of particles the 
size of 5 micrometers. 

 
 

3.2 Installation for plant control. 

3.2.1 Preparations at machine 
 

Installation of the instrument has to be carried out in accordance with 
instructions lined out in Annex A. 

LENGTH OF 
GAS TUBING 

It should be noted that the Gas Monitor has been laid out for 
measuring gas line lengths up to 5 m (16 ft) of PTFE-hose (of 4/2,5 
mm diameter). In case there should exist a requirement for hoses of a 
different length or diameter, then the necessary steps have to be 
coordinated with the manufacturer before installation. 
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MACHINE  
INTERFACE 

Communication between Gas Monitor and machine control device normally 
takes place via the machine interface. Inputs and outputs are assigned to 
SUB D-Connector (rear panel of instrument), see fig. 2, item 6. The connector 
assignment as well as the denomination of the signals is depicted in Annex A, 
fig. A1, A3, and A5. The inputs are galvanically separated from the measuring 
instrument by an opto-coupler. 
The outputs consists of potential free relay contacts. The interface 
connector is connected with the machine control or with another sort of 
control via the interface-cable. (Please refer to Annex A, fig. A2 and 
A3). 
 
 

3.2.2 Measuring instrument 
INSTALLATION 
AT MACHINE 
CONTROL 
PANEL ETC. 

For integration into control panel of machine or similar location 
The intended installation site should offer following environment: 
 
1. ambient temperature between +10°C and +40°C (+50°F to +104°F) 
2. lowest possible vibration level 
3. unimpeded airflow to integrated instrument cooling fans 
 

When mounting instrument in machine panel maintain free 
spacing (distance to other instruments, switchboard, cabinets etc.) 

of at least 50 mm (2 in) laterally, on top and below. At the rear 
end at least 60 mm (2.4 in) of free space must remain for 

connection of control cable and for gas tubes. 

 

 

The reduction of the clearance around the instrument may lead to 
overheating and logically to malfunction or total failure of 

Gas Monitor! 
 

 
Installation of the instrument has to be carried out in accordance with 
the instructions given in Annex A. 
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ELECTRIC 
CONNECTION 

Electric connection 
The electric mains for M.A.C 2240 must meet the following 
requirements: 
 
Nominal voltage: 90 - 264 Volts AC 
Frequency: 47 to 63 Hz 
Power consumption: max. 65 watts 
 
 

Before connecting instrument to electric mains verify if supply 
voltage meets those requirements and if it has been expertly fuse 
protected. Incorrect voltage may cause the fuse of the instrument 

to blow or damage the instrument itself.  

 

WARNING! HIGH VOLTAGE! 

Prior to opening up of instrument for any reason, its main power 
supply cable must be unplugged! 

 

 
 
 

SAMPLE GAS 
CONNECTIONS 

Sample gas connections 
The sample gas inlet and outlet of M.A.C 2240 are shown in 
Chapter 2.1.2, fig. 2, items 10 and 11. 
Additional detailed information concerning sample gas tubes, instal-
lation of dust filter and about sampling of measuring gas is given in 
Annex A. Periodical changing of filters is described in Chapter 7, 
Maintenance. 
 

Installation of false filters and undue extension of maintenance 
intervals will inevitably lead to malfunctions or to damages on the 

measuring instrument!  

 

In order to avoid clogging of valves or contamination of 
measuring chamber, the instrument should only be operated with 

appropriate filters installed right behind the valves at the 
measurement point! 
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4. Start-up 
 
Before connecting the instrument to the mains, make sure that supply 
voltage strictly corresponds to the requirements detailed in Chapter 3.2.2. 

 

Before starting-up the instrument, remove the transportation safety 
device of the printer and the dust seals from the measuring gas inlets 

and outlets from instrument. Also check the existence of the 
zero gas filter. 

 

 
Now you may start the instrument by activating the mains switch on the 
instrument front panel. 
 

5. Operation 
 

As soon as the instrument has been connected to the mains and switched-on, 
it will automatically run through the following routines before starting the 
actual measuring operation: 
 

�������� Self-Testing 
�������� Warm-up period 

���� �������� Auto-zero adjustment  
 
During the startup-process the green power-light is flashing. 

 

5.1 Self-testing of instrument 
 
Immediately after the instrument is switched on, a self-test is made. All 
optic and acoustic displays are powered for a brief moment. The 
compound to measure and its over-all measuring range is shown in the 
LC-display. 
 
During the warm-up period and also while in normal operation (except 
while in Stand-By-Mode) the instrument will carry out automatic self-
testing at intervals of approx. 20 seconds as a check on important instru-
ment functions. In the event of any malfunction, the warm-up period or 
the actual measurement cycle will be interrupted with the most probable 
fault appearing on the display (see Chapter 6, - Malfunctions). 
Simultaneously an acoustic as well as an optical alarm (flashing of 
display and of fault indicator) will appear, which can be stopped either by 
pressing the alarm-quit-button (if realized at the connected 
machine/plant) or will stop automatically after 1 minute. In case of a 
malfunction of the instrument, a restart of the latter becomes necessary. 
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5.2 Warm-up period 
 

 
 
The measuring chamber of the sensor is being heated up until 50°C 
(122°F) have been reached. This will take approximately 15 minutes at 
an ambient temperature of 20°C (68°F). The actually prevailing tempera-
ture inside the measuring chamber will be displayed in °C. A progress 
bar shows the percentage of completion. 
 

 
 
After 50°C (122°F) have been reached, warming up is being continued a 
certain time period (‘stabilizing’) in order to make sure that the whole 
unit has adopted the desired operating temperature. 
 
As soon as the unit finished heating, zero adjustment starts. 
 

5.3 Zero adjustment 
 
Repetitive zero adjustment will compensate possible changes in the sen-
sor equipment (e.g. aging of infrared source) and this way eliminate zero 
drift. Ambient air is being sucked in through the installed activated car-
bon filter (fig. 1, item 5) or as may be the case through an external zero 
gas inlet (see below) and measured in the sensor. Since in a properly 
serviced zero filter the activated carbon will adsorb the measurable sub-
stance(s), the concentration of substance(s) in the sensor equals zero. 
 

To provide error-free zero adjustment, the activated carbon filter 
must be changed regularly. Spent activated carbon filters will lead to 

incorrect test results or to error indication  

 

 
INTERNAL 
MEASURING 
RANGES 

M.A.C 2240 may be delivered with different sensors) which, depending 
on the requirements, have up to 3 internal auto-switching measuring 
ranges each. The zero concentration is being measured and adjusted for 
every internal measuring range. Only under the condition that at least 6 
consecutive zero adjustment cycles are within a specified tolerance, the 
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zero value will be accepted. In case a measuring value exceeds the 
specified tolerance (caused e.g. by a contaminated measuring chamber or 
by leaks etc.) the number of hitherto measured values will be reset to 
zero. M.A.C 2240 will then renew its effort for zero adjustment. If after 
50 attempts less than 4 consecutive values prove to be correct, the 
instrument will stop zero adjustment and indicate a failure (see 
Chapter 6). 

DURATION OF 
ZERO 
ADJUSTMENT 

Duration of zero adjustment for every internal measuring range is approx. 
4 minutes in a favorable case. In the most unfavorable case this operation 
may take up to 15 minutes if e.g. the gas path or the measuring chamber 
is contaminated. If no correct zero adjustment is being achieved within 
this time bracket, then a failure indication will be given (see Chapter 6). 
 

ALTERNATIVE  
ZERO GAS 

In the event that the gas to be measured is a substance which can not be 
retained on activated carbon, then an external zero gas (e.g. nitrogen or 
clean air) may be applied to the zero gas inlet at zero pressure. 
 

DISPLAY 
During the zero adjustment the display will show the measuring range 
actually under test and additionally the progress of zero adjustment: 
 

 
 
MR indicates the actual measuring range, The value after the “A”  shows 
the number of attempts and the value after the “C”  shows the number of 
results lying within the specified tolerance bracket. 
 
After successful zero adjustment the instrument normally switches to 
"Stand-By-Mode" 
 
Depending on the configuration of the instrument this stand-by mode will 
either be maintained or it will automatically switch over to measuring at 
a pre-configured channel. 
 

AUTOMATIC 
ZERO 
ADJUSTMENT 

M.A.C 2240 automatically carries out a zero adjustment procedure after 
every activation of the mains switch. 
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MANUAL ZERO 
ADJUSTMENT 

In those cases where M.A.C 2240 has been in operation over a period of 
several days without interruption  and only low gas concentrations are 
to be measured, a manual zero adjustment is recommended. 
The user may trigger such manual zero adjustment by pressing the push- 
button ”Reset” on the rear front plate of the CPU-Module (see fig. 2, item 
11). 
The instrument will then initiate the power-up-cycle described in this 
chapter. This sequence includes carrying out a zero adjustment.  
 

CYCLIC ZERO 
ADJUSTMENT 

In cases where the instruments are intended to serve in continuous op-
eration, it is recommendable for the user to opt for activation of the pro-
gram function "cyclic zero adjustment" at the manufacturer's side or by 
authorized service personnel, rather than selecting the repetitive manual 
triggered zero adjustment. 
 
As an interval for cyclic zero adjustment any full hour within a time  
bracket between 1 and 35 hours may be set up to the program. The inter-
val to be set should reflect the intensity of operation as well as other local 
influencing factors e.g. change of shift etc. Unless specified differently 
by the User, an interval of 12 hours will be programmed by the 
manufacturer. 
 
After every lapse of the programmed time interval counting from the 
start-up moment, the measuring operation will be interrupted to be fol-
lowed by a zero point adjustment. Thereafter the measuring operation 
will be resumed. 
 
 

5.4 Automatic measurement operation 
 

When programmed for automatic measuring operation, M.A.C 2240 will 
directly change over to measurement operation after successful zero ad-
justment (see Chapter 5.6, Measuring process). 
 

With programmed automatic measuring operation the Stand-by-
mode is not activated   
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5.5 Externally controlled measurement operation  
 

When programmed for externally controlled measurement operation, the 
instrument will fall into the passive mode ”Stand-by” after successful 
zero adjustment. 
 

 
 
No measuring is made. 
 
While all other components are fully available at this stage, only the 
pump is switched off for optimization of its service life. However, only 
15 seconds after a measurement request has been put in, would the in-
strument resume its measuring activity. 
 
In this mode M.A.C 2240 is expecting a request for measurement to be 
put in. By means of the standard machine interface that request will be 
sent to the instrument by the external control using the signal MRQ(1..3), 
(for reference see Annex A, fig. A1, A2). 
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5.6 Measurement process 
DISPLAY 

The instrument display is informing the user continually about the 
actually measured gas concentration (referring to preset normalized 
parameters) and other conditions while in measuring process. 
 
     1                   2                                                              6 

     3                                      5                                                                 4 
 
1. Measurement results are shown in ppm and mg/m3. If the symbol 

“<”precedes the measured value, the real measured value lies below 
the indicated value. On the other hand, if the symbol “>” should 
appear, the real value is above the over-all measurement range. 
Normally in this case also the limit value alarms are triggered (if set 
accordingly). 

2. The text "Zone 1" refers to the selected measuring point (here: 
Measuring point 1). This description of the measuring point can hold 
up to 12 characters and can be set by authorized personnel. 

3. The arrow symbol on the left side of the measured values indicates 
the unit, which is referred to for averaging /average value storage, 
alarm state and other procedures (here: mg/m3). 

4. The symbols on the right of ‘A1’ and ‘A2’ inform about the state of 
the measured value in relation to the adjusted alarm threholds. Please 
consider that the limit value ‘A1’ is lower than the limit value ‘A2’. 
‘A2’ represents a main alarm state, where ‘A1’ is normally used as a 
pre-alarm warning threshold. The LED display on the front panel 
informs like a traffic light about the exceeding or falling short of the 
limit values. In our example the measured value is above the ‘A1’ 
threshold and below the main alarm threshold ‘A2’. 

5. The last line of the display provides a ‘last value’ display for each 
measuring point. This value can be the result of the previous 
measurement cycle or the last average value over a preset time period 
as well as a "sliding" average value over this period. The display 
mode of the ‘last values’ must be set in instrument’s configuration 
data. 

6. On the right side of the first display line the current time is displayed  
as well as a status information of the measuring process: ‘M’ for 
measuring, ‘P’ for purging, ‘W’ for waiting. 
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REFERENCE 
CONDITIONS 

The displayed measuring results for concentration are normalized to a 
reference temperature of 0°C (+32°F) and to an atmospheric pressure of 
1013 mbar (14.69 psi) by factory setting. Other reference temperatures 
and -pressures may be preset in the factory. The actual atmospheric 
pressure on site is being be measured in M.A.C 2240 and used for 
normalization of the measured values. The sample gas inside the 
measuring chamber is being kept at a constant temperature of 50°C 
(122°F), so that in a normal case the influence of the measuring gas 
temperature may be neglected. 
 

MEASURING 
CYCLE 

During every measurement the standard measuring program will run 
trough the following cycle: 
 
1. The measurement cell is being flushed with actual measuring gas 

for about 5 seconds. 
2. Then the instrument goes on hold for about 3 seconds to let gas 

pulsation calm down. 
3. Now the measurement is carried out. The result of the measurement 

will be a mean value being formed from quite a number of single 
measurements. 

4. The measurement result is being compared with the preset alarm 
threshold values and if it falls short of the alarm limits as well as 
remains within the time frame allowed for evaluation, a 
corresponding signal is transmitted via signal line MOK(1..3)H or 
MOK(1..3)V (closing of a contact) through the standard machine-
interface (see Annex A, fig. A2). 

 The evaluation allowance, i.e. time span during which the result 
must steadily remain below the alarm threshold value until a 
MOK(1..3)-V or -H-signal will be released can be changed by 
manufacturer. Standard value is 2 measuring cycles. 

 
The standard measurement cycle takes 20 seconds. Special software ver-
sions with different cycle times are available. 
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Fig. 6  Measurement Process 
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6. Operational Failures 

6.1 Messages on instrument display 
 
Messages about errors are shown on the LCD-Display. 
Simultaneously the contact PMSR (instrument ready for measurement) 
on the machine-interface (see also Annex A, fig. A2 and A5) is opened 
and the contact ALARM will be closed. The alarm may be quitted via the 
input AQUIT (quit alarm, machine control) or it will come off after 1 
minute automatically. In case of malfunctions of the instrument (e.g. IR-
source defect), PMSR will not be closed again and operation of the in-
strument cannot be continued right away. In the event of other errors, 
continuation of operation is possible in normal cases (see below). 
 
There are two kinds of messages to be differentiated: 
 

WARNINGS 

6.1.1 Warning messages 
 
indicating a critical operational state of the instrument or warning 
about critical ambient conditions. 
 

Warning messages should cause the operator in charge to take 
corrective action towards termination of critical state. 

If the critical condition is terminated, the warning will come off 
automatically. 

 

 
 
“Printer offline” – only with option V216, V250 or V251 installed 

Cause: 
- Printer can not be addressed 
 
Corrective action: 
- Set printer on-line  
- Check printer cable 
 

 
“USB-Stick missing” – only with option V253 installed 

Cause: 
- Data storage device missing 
After switching on the equipment and no storage medium is 
discovered, the warning is once spent. Afterwards the absence of 
the storage medium is ignored. 
 
Corrective action: 
Install USB-Stick 
 



 

 21 

FAILURES 

6.1.2 Failure messages 
 
are indicating (with acoustic alarm and blinking failure-indicating 
lamp) that a direct return to normal operation of the program is not 
possible. The instrument must be switched off. After successful elimi-
nation of cause for failure or breakdown instrument may be switched 
on again for normal start-up procedure. 
 
 

WARNING! HIGH VOLTAGE! 

Prior to opening up of instrument for any reason, its main power 
supply cable must be unplugged! 

 

 
 
“Chopper motor” 
Explanation: 
Chopper-motor not starting 

 
Probable causes: 
- Transportation damage (shutter of chopper bent, motor is 

jamming) 
- Motor defect 
 
Corrective action: 
Switch off instrument and restart it after 30 seconds. If failure 
reoccurs more than twice, exchange of measurement cell will be 
required (manufacturer). 

 
 
“Sensor – Heating” 
Explanation: 
Measurement cell is not heating up 

 
Probable causes: 
- Heater cartridge defect 
- Electronic control defect 
 
Corrective action: 
Switch off instrument and restart it after 30 seconds. In case failure 
re-occurs twice, exchange measurement cell (manufacturer). 
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"IR-Source" 
Explanation: 
Evidently no power consumption at infrared source 

 
Probable causes: 
- Electronic control defect 
- Infrared source defect 
- Transportation damage (filament broken) 
 
Corrective action: 
- Exchange measuring cell (manufacturer) 

 
 
"Compensation" 
Explanation: 
Measurement amplifier defect or instrument-integrated calibration 
data destroyed (stored on EEPROM) or measuring cell defect 
 

Corrective action: 
- send instrument for repair (manufacturer) 

 
 
"Main signal" 
Explanation: 
Measurement amplifier defect or instrument-integrated calibration 
data destroyed (stored on EEPROM) or measuring cell defect 
 

Corrective action: 
- send instrument for repair (manufacturer) 

 
 
"Zero setting unstable” 
Explanation: 
Sensor unable to conform preset value within determined tolerances 
during zero setting. 
 

Probable causes: 
- Zero-gas filter spent 
- Measurement chamber leakage at inlet/outlet gate valve be-

cause of insufficient dust filtration or excessive suction (higher 
than 50 mbar = 0.7 psi) 

- Excessive suction may also be caused by tube lengths exceed-
ing permissible length. 

 
Corrective action: 
Replace zero-gas filter (activated-carbon filter on instrument 
front panel). If problem re-occurs, exchange of measuring cell is 
required (manufacturer). 
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Incorrect installation of filter and undue extension of 
maintenance intervals will cause malfunctions or damages of 

measuring instrument.  

 
 
"Operating temperature too low“ 
Explanation: 
Ambient temperature lower than 10° C resp. 58°F 
 

Probable causes: 
- Instrument or ambient temperature is to low (outside of the 

operating parameters). 
 
Corrective action: 
- At occurrence of this error message, operator in charge should 

at first check if external influences are causing this critical 
situation, and if applicable, eliminate those negative influ-
ences. 

- In case error message was not caused by external influences, 
defect module(s) should be replaced (manufacturer 

 
 
"Operating temperature too high“ 
Explanation: 
Ambient temperature higher than 40° C resp. 104°F 
 

Probable causes: 
- Instrument is directly exposed to external heat sources 

(inadequate ventilation, high solar radiation, problematic in-
stallation site). 

 
Corrective action: 
- At occurrence of this error message, operator in charge should 

at first check if external influences are causing this critical 
situation, and if applicable, eliminate those negative influ-
ences. 

- In case error message was not caused by external influences, 
defect module(s) should be replaced (manufacturer). 

 
 
"Sensor temperature too high“ 
Explanation: 
Sensor temperature higher than 55° C resp. 119°F 
 

Probable causes: 
- Instrument is directly exposed to external heat sources 

(inadequate ventilation, high solar radiation, problematic in-
stallation site). 

- Blower-fan (or fan control) defect 
- Electronic control of heater defect 



 

 24 

 
Corrective action: 
- At occurrence of this error message, operator in charge should 

at first check if external influences are causing this critical 
situation, and if applicable, eliminate those negative influ-
ences. 

- In case error message was not caused by external influences, 
defect module(s) should be replaced (manufacturer). 

 
 
"Pneumatic system“– only with option V252 installed 
Explanation: 
Pump does not supply measuring gas (no pump noise audible) or gas 
tube blocked 
 

Probable causes: 
- Pump defect 
- Gas return-tube or -valve is blocked 
- Gas sampling-tube or –valve is blocked 
 
Corrective action: 
- replace MG-MIF-module (manufacturer) 
- remove circulation blockage in gas system. 

 
 
"RTC“ 
Servicing required. Send instrument for repair 
 
 
“AD-converter“ 
Servicing required. Send instrument for repair 
 
 
"EEPROM" 
Servicing required. Send instrument for repair 
 
 
"CFG“ 

Probable causes: 
- Defect in data-/program - memory or manipulated data 
 
Corrective action: 
- Servicing required. Send instrument for repair 

 
 
“USB-Stick“– only with option V253 installed 

Cause: 
- Error on USB-Stick, no writing possible. 
 
Corrective action: 
- Exchange data storage device 
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"CFG-Mode active “ 

Cause: 
- Wrong operation of instrument 
- Access to internal configuration 
 
Corrective action: 
- Switch off instrument and wait for 20 seconds. Than turn on 
the instrument again. 

 



 

 26 

6.2 Communication problems between instrument and plant control 
 
Further down some malfunctions are listed which may occur during 
communication between plant control and the Gas Monitor M.A.C 2240 
 

For easy detection of these problems use the Interface-Tester G1289. 
 

 
 

6.2.1 Errors caused by plant control 
 

�  MRQ(1..3)-Signal not constant during request for 
measurement 

If significant voltage breakdowns (longer than 50 ms) occur, 
unintentional switch-over to a non-selected channel may hap-
pen. 

 
�  Involuntary switch-over of channel����

If on request from plant control the instrument is measuring on a 
particular channel and if by mistake plant control requests si-
multaneously an additional channel for measuring, the instru-
ment will automatically switch to the higher numbered channel. 

 
�  No reaction of instrument 

In case the signal „CRON“ has not been set by the machine 
control, instrument will not react to any requests for measure-
ment. 

 
�  Alarm-reaction of instrument on channel change-over 

If, at a changing-over of channels, the control lamp of the quit 
channel starts blinking alternating with the control lamp of the 
consecutively selected channel and if at the same time the alarm 
comes on, then this channel change-over has presumably been 
initiated at a moment when either gas concentration was in ex-
cess of limit or the evaluation time allowance was too short. In 
such case the plant control obviously performed an automatic 
switch-over without waiting for the MOK(1..3)H-signal from 
the instrument. 
 
The MOK(1..3)V-Signals are not observed for alarm condition 
during change-over. 



 

 27 

6.2.2 Error on interface cable 
 

�  No reaction of instrument 
Broken wires on interface cable or on plug 

 

6.2.3 Error on Gas Monitor - interface module 
 
�  No reaction of instrument on request for channel change 

If the instrument does not change measuring channels, although 
the control signals MRQ(1..3) and CRON have correctly been 
issued at the plant control side, at first the interface cable has to 
be inspected for defects (broken wires or bad contacts). If no 
defect can be located there, the interface module has to be re-
placed (manufacturer). 

 
�  No reaction of instrument even if results remain below limit 

In case the instrument does not evaluate results respectively 
does not acknowledge signal, although at plant control side the 
control signals MRQ(1..3) and CRON are found to be o.k., 
check first if the red - or the green light of the channel con-
cerned is activated on the instrument front panel or not. If no 
such light is on, measuring time should be extended. If situation 
is not improved thereby, verify if result signal contacts are prop-
erly connected at plant side. In the affirmative, the interface ca-
ble should be inspected for possible wire damage. In case no 
defect is found on cable either, the interface module has to be 
replaced (manufacturer). 
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7. Maintenance 

7.1 General hints 
The instrument has been designed for optimum maintainability. A skilled 
user may perform all conditioning maintenance work himself if required. 

CLEANING  
 
The instrument housing may be cleaned with a smooth cloth which has 
been wetted with water and only a few drops of cleansing agent. 
 

 

Never use organic solvents (e.g. PERC, TRI, Acetone).Organic 
solvents may be harmful to instrument front panel and painted 

surfaces.  

 

7.2 Exchange of Activated Carbon filter 
ACTIVATED 
CARBON 
FILTER 
EXCHANGE 

In order to receive flawless zero adjustments, the activated carbon filter 
must be changed regularly. The exchange interval will strongly depend 
on: 
�  Dust content and concentration of components to be measured as well 

as content of chemical combinations in the ambient air which may be 
adsorbed by activated carbon. The higher the contents, the sooner an 
exchange of the filter element will become necessary. 

�  The frequency of zero adjustments (among others dependent on 
operating period of plant). 

 

We recommend to change the activated carbon filter every 
3 months.  

 
 

Wrong installation of activated carbon filter or postponement of due 
maintenance will lead to malfunctions of the instrument! 

 

 
For filter change proceed as follows: 
 
�  The activated carbon filter (zero filter) is located behind the circular 

cover plate on the front panel, Figure 1, Item 2.  
�  Lift up this circular cover plate by carefully levering it open with a 

small screw driver. Insert the screwdriver at the flattened edge of the 
cover plate. 
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�  Insert the supplied filter-exchange tool into the opening. Turn it care-
fully until it clicks into place. Now unscrew filter from its socket by 
turning tool counterclockwise. 

 
 
 
 
 
 
 
 
 
 
 
       1          2                    3                                4 

 
Fig. 7 
1 thread 
2 rubber gasket 
3 click-in-pins on filter 
4 filter-exchange tool 

 
 
�  Insert new filter into filter-exchange tool .Make sure that the rubber 

gasket (fig. 7, item 2) of the filter cartridge is in place. Insert tool with 
filter into opening on instrument front panel. 

�  Screw in filter clockwise into its panel-mounted socket. Tighten filter 
applying gentle effort only. 

 
 

Never tighten filter too much - otherwise thread might break off! 

 

 
�  Let circular cover (fig 1, item 5) snap back into front panel with flat-

tened cover edge pointing to left hand side. 
�  Complete printed text on supplied sticker by filling in actual date into 

line reading  
 

 "last filter change on......." 
  

and apply sticker right on top of the cover. This will facilitate your 
control of observance of filter change schedule. 
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Always keep a sufficient quantity of the genuine 
Activated Carbon filters and of dust filters available on stock. 

Used-up dust- and Activated Carbon filter-cartridges may be 
returned to ppm Messtechnik or to service shop for proper disposal. 

 

 
Spare Part Order No. 

Activated Carbon filter G01538 
Particle filter 1 (1 fitting) G01531 
Particle filter 2 (2 fittings) G01530 

Subject to change 

 
 

7.3 Exchange of sample gas filters (particle filter) 
 
Appropriate sample gas filters are of such nature as they will neither 
adsorb molecules of the sample gas components in the filter element nor 
in the filter housing. Furthermore must they permit filtration of 5 
micrometer particle size. 
 

In order to avoid contamination of valves, of sample gas tubing, and 
of the measuring cell, the instrument must exclusively be operated 

using genuine particle filters supplied by ppm!  

 
When changing sample gas filters, proceed as follows: 
�  In order to avoid contamination of sample- gas tubing during changing 

of filters, switch off instrument or pull off suction tube at rear side of 
instrument. 

�  Unscrew the dust filter screw caps. 
�  Insert the new dust filter. A label attached to it is showing an arrow 

indicating the flow direction of sample gas. 
 

The arrow must point towards tube end leading to instrument (not 
towards end leading to plant)!  

 
�  Write down actual calendar date on filter label. This will facilitate 

control of observance of filter-change schedule. 
 

We recommend to exchange particle filters every 3 months. 
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7.5 Calibration of Instrument 
 

The instrument-integrated functions concerning avoidance of zero- 
drift are described in chapter 5.3 of this instruction manual.  

 
The possibility for re-calibration of the Gas Monitor M.A.C 2240 is 
conventionally included in the scope of functions of every software 
version. For reference see separate calibration instructions for service 
personal. 

The re-calibration job may be done by authorized service personnel only. 

Naturally the re-calibration may also be performed by the manufacturer, 
with either manufacturer's calibration certificate or with a calibration 
certificate issued by a calibration inspector in accordance with the re-
quirements of the appropriate law or regulation. 

Inform yourself which type of re-calibration is being required by 
your competent local authority.  
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8. Options 

8.1 Parallel Interface V216 
 
The instrument can optionally be equipped by the manufacturer or 
authorized service personnel with a parallel interface for an external 
printer. The pin-assignment of the 25 pin Sub-D-Connector is Centronics 
compatible and can therefore be used with most of the standard printers. 
The printers can be connected using a standard PC-printer cable. 
 
The printout is carried out with 10 pitch (characters/inch) and 
independent of the type of printer being used. The instrument does not 
send any form feed. 
 

8.1.1 Printing Options  
PROTOCOL 

After switching on the instrument, warm-up and zero-setting, a proto-
col is printed in any case. The protocol contains the following data: 

*  Alarm threshold per channel 
*  gas components to be measured 
*  current date and time 
*  location of the instrument (company, location) 

STANDARD 
PRINTOUT 

A printing of the measured values is done as a default when the meas-
uring location is left. The printout has the format: 

�  Indication, if the last measured concentration has 
been above (value > than...) or below (value < than...) 
the threshold setting for the measurement channel. 
(Printout of the alarm threshold in g/m3 and ppm). 

�  Concentration value at the end of the measurement 
in g/m3 

�  Name of the measurement channel, current date 
and time 

PRINTOUT OF 
AVERAGE 
VALUES 

By changing the settings in the configuration table (by manufacturer 
or authorized service) the printout of concentration averages over 
certain periods of time is possible. As time intervals 10, 15, 30, 60 or 
480 minutes can be chosen. The average is printed out automatically 
at the end of the interval. The printout of the average can be activated 
for each measuring channel individually. 
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If measurement at a certain channel is interrupted by switching over to 
another channel within the evaluation time (1 to 5 measuring cycles 
depending on software-version), an error message is printed out: 
 

Meas. time too short for evaluation! 
Location X ..DD.MM.YY HH.MM.SS 

 
Measurement Location X = Name of measurement channel 
DD.MM.YY = Date 
HH.MM.SS = Time 

 
Further error messages are not printed by the standard-measurement 
program. 
 
 
 

The length of the printer cable must not exceed 5 meters (16 feet)! 
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8.2 Serial interface 
 
The measuring instrument is, according to standard, implemented with an 
RS-232C-interface. This serves the authorized service staff as access to 
the equipment attitudes. 
 
Optionally a second serial interface can be implemented. This RS-232C 
interface can be used for data transmission of up to 15m (50 ft) distance. 

 

8.2.1 RS-232C Interface 
 
The instrument can be equipped at the factory with a serial RS-232C 
interface for data transfer. The 5-pol connector (type Binder 719) is 
located on the back of the CPU-assembly, (fig. 2, item 1.) right under 
the interface for the service personal. Pin assignment see fig. 10. 
 

The length of the connecting cable must not exceed 15 meters 
(50 feet)!  

 
 

 
 
 
 
 
 
 
 
 
 
 
 

Pin 1: GND 
Pin 3: TXD 
Pin 3: RXD 

 
Fig. 10 
5-pin Binder-Connector, female, pin assignment RS-232C 
 
 
The data transfer rate is set to 9600 baud, no parity bit, 8 data bit, 1 
stop bit (9600,N,8,1) by the manufacturer. The standard software does 
not support serial interfaces! 
 
 

The data is transmitted without hardware/software handshake! 
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8.3 Analog-outputs 
 

8.3.1 Options V218/V219 - analog recorder output 0-20mA / 4-20mA 
 
When option V218/V219 is installed, M.A.C 2240 is equipped with a 
galvanic separated current output. 
 
Resolution of the output current is dependent on sensor type installed 
and on the preset spread. During warm-up period and zero adjustment 
the recorder output is set to 0mA respectively 4mA. This corresponds 
to a concentration of 0 g/m3. During actual measuring the recorder 
output is set - prior to every pumping cycle - to the current which 
corresponds to the actually measured concentration. If an underflow of 
the measuring range occurs, the output is set to that current value 
which corresponds to the lower limit of the measuring range. 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

Pin 1: GND 
Pin 3: Signal 

 
Fig. 11 
4-pin Binder-Connector, pin assignment analog out 
 
Depending on the total measuring range the following values arise as 
a result of spreading: 
 
Spreading 1: 
The entire range is scaled on 0/4mA to 20mA. 
 
Spreading 10: 
A tenth of the entire range is scaled on 0/4mA to 20mA. 
 
Spreading 100: 
A hundredth of the entire range is scaled on 0/4mA to 20mA. 
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The following settings (adjustments) can be made on the card: 
 

Jumper 
J6  graduation of spread 1/10/100 
J3, J4  output current range 0-20mA/4-20mA 

 
 
�������� Spread: 
 

The spread of the output current is set with the Jumper J6.  
The following settings are possible: 

 
Pin 1-2 Pin 3-4 Spread 
OFF OFF  1 
OFF ON  10 
ON OFF  100 
 
ON:  Jumper shorted 
OFF  Jumper open 

 
 

�������� Current output 0-20 mA/4-20mA: 
 
With Jumpers J3 and J4 the card is adjusted for output current 
0-20mA respectively 4-20mA. Always both Jumpers have to be set 
for the same mode of operation. 
 
 Jumper on Pin 1-2 results in 0-20mA 
 Jumper on Pin 2-3 results in 4-20mA 
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8.3.2 Option V220 - analog recorder output 0-10V 
 
When option V220 is installed, M.A.C 2240 will be equipped with a 
galvanic separated voltage output. 
 
The resolution of the output voltage is depending on sensor types in-
stalled and on the preset spread. During warm-up time and zero point 
measuring the recorder output is set to 0 V. This corresponds to a 
concentration of 0 g/m3. During actual measurement the recorder out-
put is being set prior to every pump cycle to that voltage which corre-
sponds to the actually measured concentration. If an underflow of the 
measuring range occurs, the output is set to that voltage which corre-
sponds to the lower limit of the measuring range. 
 
The pin assignment is identical to option V218/219. 
See also fig. 11. 
 
As a result of spreading the following values results: 
 
Spreading 1: 
The entire range is scaled on 0V to 10V. 
 
Spreading 10: 
A tenth of the entire range is scaled on 0V to 10V. 
 
Spreading 100: 
A hundredth of the entire range is scaled on 0V to 10V. 
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8.4 Option V253 - Additional Memory (USB-Stick) 
 
With option V253 it is possible to store average values permanently. As 
storage medium a commercial USB-Stick is used. 
 
The maximum number of recordable average values depends on the 
capacity of the USB-Stick used: 
 

with a capacity of 256 Mbytes approx. 4 million values 
with a capacity of  512 Mbytes approx. 8 million values 
with a capacity of  1024 Mbytes approx. 16 million values 

 

The number of resulting operation hours depends on the chosen average-
time, the available capacity on the USB-Stick and the number of already 
stored data files. 
 
The values are recorded in text-file format (ASCII). The readout can 
easily be done by a USB-interface on e.g. your PC. With the PC the 
transferred data can be processed by numerous spreadsheet programs. 
 

8.4.1 Storage of average values 
 
The average values are stored automatically, if the USB-Stick is in-
serted. 
 

Insertion and removing of the USB-Stick may never be done 
during operation. Non-complying to this rule may result in the 

total loss of stored data!  

 
If the instrument is switched off, the USB-Stick may be changed at 
any time. 
 

Some USB-Sticks are equipped with a write protection switch. If this 
switch is on, this will result in an error message “USB-Stick error” 
and the measuring operation will be continued without storing data. 
To continue storing, the switch must be turned off and the instrument 
must be restarted. 
 

If there is no memory card inserted during the startup of the 
M.A.C 2240, a warning message “USB-Stick missing” together with 
a 20 second acoustical signal is put out. Subsequently the instrument 
automatically continues with the normal start up procedure. Any 
further access to the USB-Stick will not be performed. 
 
A ready-for-use USB-Stick is attached to each equipment, which is 
delivered with the option V253-USB. 
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A new USB stick must be formatted with the file system FAT before 
usage. Please perform this using your PC. 

 

 
 
If during the writing procedure a malfunction of the USB-Stick is 
encountered, the instrument issues an error message “USB-Stick 
error” on the display and the storage operation is discontinued. 
 
The files which hold the measured values are being stored in the 
subdirectory "DATA" of the USB stick. If the subdirectory does not 
exist, it will be generated automatically. The filename consists of the 
actual calendar date in the form YYMMDD and the ending CSV. 
 
The file directory will look like: 
 

e.g. 070901.CSV  File of 01.09.2007 
 070902.CSV  File of 02.09.2007 
  . 
  . 
 071006.CSV  File of 06.10.2007 

 

If calendar date is changing, a new file with the new date will be 
generated. 
The values are stored after expiration of the configured averaging 
time. The values are stored in the following format: 
 
01.09.2007 ; 13:45:07 ; 126.6 ;   0   ;   0   ; 963  ; 26.5 
01.09.2007 ; 13:50:07 ;   0   ;  38.1 ;   0   ; 963  ; 26.5 
01.09.2007 ; 13:55:07 ;   0   ;   0   ; 378.4 ; 963  ; 26.5 
07.09.2007 ; 14:00:07 ; 126.6 ;   0   ;   0   ; 963  ; 26.5 
 
Every record (line) is composed of calendar date and time, followed 
by the average values of the possible three measuring points. The last 
two values are the atmospheric pressure and the temperature inside the 
instrument (e.g. for observance purposes). 
 
In the example above the averaging time is five minutes and 
instrument is cyclically measuring on all three points. The 
atmospheric pressure is 963 mbar and the temperature inside the 
instrument is 26.5°C. 
 
 

8.4.2 Readout and erasure of Memory-Card 
 
Readout and erasure of the USB-Stick is performed using the USB-
interface on your computer. Please follow the instructions of the PC’s 
manufacturer when performing such a job. 
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8.5 Option V252 – Internal Gas Flow Control 
 
On demand the measuring gas unit can be equipped with gas flow 
control. 
 
The advantage of this optional equipment is in the complee 
monitoring of gas flow. If the flow is restricted by external reasons or 
if the built-in pump has a malfunction, the error message “Pneumatic 
system” occurs. 
 
The internal gas flow control circuit reacts under following 
conditions: 
 

- Gas inlet tubing restricted or blocked 
- Gas outlet tubing restricted or blocked 
- Malfunction of the internal pump 
- Internal valves faulty 
- positive- or negative pressure over the Sensor too high 

(flow resistance of tubing too high, tubes too long) 
 
If malfunction of the internal pump is the reason for flow-alarm, pump 
must be changed by the manufacturer or authorized service personnel. 
 

Please refer to Annex A, Chapter 3 
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Annex A: Installation 

1. Installation site. 
 
In order to warrant a trouble-free operation of the Gas Monitor M.A.C 
2240 the equipment should be installed in a vibration-free installation 
site. 
 
 

Any exposure of instrument to low-frequency vibrations 
(up to 30 Hz) are to be avoided. 

 

 

The installation location is to be selected in such a manner that the in-
strument may be operated and read with ease. It is equally important that 
the activated carbon filter installed behind the instrument front panel is 
easily accessible for scheduled filter replacement.  
 
For cooling purposes the instrument must be set up in such a manner that 
free circulation of the ambient air is unobstructed. On the other side it 
must also be protected from exposure to very dusty environment or to 
splash-water. 
 

In practice a clearance of at least 5 cm (2 inches) away from any 
surrounding wall must be omni-laterally kept to permit proper 

cooling. 

 

 

The instrument has been designed for operation in an ambient tempera-
ture range from +10°C (50°F) up to +40°C (104°F) maximum. Conden-
sation of air humidity is to be avoided. An integrated protection mecha-
nism will switch off the measuring operation if the maximum permissible 
internal temperature is exceeding a limit of + 55°C (135°F). In this case 
the instrument will issue a malfunction message. 

2. Electric connection  
 
Nominal Supply voltage: 90 - 264 Volt AC 
Frequency: 47 - 63 Hz 
Power Consumption: max. 65 W 
 
Connection of the instrument to the mains should be secured with a 
safety fuse (e.g. automatic fuse 8 A) and it should be separated from the 
mains connection of the plant resp. machine. If both connections are cir-
cuited together there is a danger of infiltration by EM-bugs via such di-
rect connection with the plant. Securing such problematic interconnection 
against EM-bugs would be an alternative. 
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3. Sample gas connection 
 
The sample gas ports (suction and return) at the plant end must be shut 
off by a 2/2-way-valve each. Those valves have to be opened or shut by 
the plant control. 
 

Since pressure differences between sample gas- inlet and -outlet in-
fluence the measurement result and if exceeding differential pressure 
of 50 mbar (0.7 psi) they might even damage the sensing microphone, 
it is essential that gas samples tapped from the plant are returned to 

the plant through a port very close to the suction point! 

 

 
The sample gas return system must be provided with a 2/3-way valve, 
which is switched by plant control in parallel to the outlet valve. 
 

The valve of the sample gas return system must be connected in such 
a way that an escape of the returning sample gas into the ambient is 

possible if the valve is switched off e.g. during measurement of 
ambient air, purging of measuring cell in the passive mode, zero 

adjustment! 

 

 
The sample-gas feed tubes must be provided with one each dust filter 
version 2 (see also chapters 7.3).The filters must correspond to the 
requirements as per Chapter 3.1 and be installed at the beginning of each 
gas tube. By means of the filters the measuring instrument and the 
measurement system tubes are protected against pollution. Suitable filters 
are of such quality that they will neither adsorb measurable gas 
components in the filter element nor in the filter housing. As an 
additional feature the filters must permit the filtration of particles size 
5 micrometers. 
 

In order to avoid pollution of valves and of measuring chamber, the 
instrument may only be operated with filters protecting all measur-
ing channels. The filters are to be placed right behind the valves at 

the plant respectively at the sample gas port. 

 

 
Polluted gas tubes will adsorb molecules of the gas components to be 
measured and will lead to incorrect measuring results, i.e. the sample gas 
arriving at the measuring instrument is picking up additional molecules 
of the gas under test from the tube walls and is therefore reaching a 
higher concentration than at the sample gas port. Although this 'enriched' 
concentration will decrease continuously, it will, nevertheless, in 
correlation to the degree of tubing pollution delay the indication of the 
true concentration value. 
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For protection of measuring tubes and of measuring chamber please 
use genuine particle filters supplied by ppm  

 
All tubing should be made of PTFE (Teflon) or FEP in order to avoid 
adsorption which may cause faulty measurement results. 
 
 

Do NOT use Nylon- or Silicon - tubes by any means! 

 

 
The length of the tubes (diameter of 4/2.5 mm) must in a normal case not 
exceed 5 meters (16 ft), since pump timing and measuring cycles are op-
timized on the base of this length.  
 
If a given situation at the plant requires different tube lengths or diame-
ter, then the necessary steps have to be coordinated with 
ppm Messtechnik before installation. 
 

Take utmost care to prevent liquids from penetrating into the meas-
uring chamber. Equally important is the avoidance of humidity 

condensation in the measuring cell. Any such event will immediately 
lead to the destruction of the sensor system! 

 

 
 
 

4. Interface Cable  
 
The electrical control connection between instrument and plant-/machine 
-control is provided for by a cable configured by ppm Messtechnik. For 
details please see figures. A4 and A5 on the subsequent pages. 
The standard length of the Interface-cable is 5 m (16 ft). Other cable 
lengths available on request. 
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A1 : Connection of Instrument to Machine/Plant (example) 
 
 
 
 

 

For gas-tubing use hoses of PTFE (Teflon) only 

4.0 mm outer diameter, 2.5 mm inner diameter, max. length 5 m ����

 
 
 
 

 
 
 
 
Fig. A1 
Connection of Instrument to Machine/Plant 

 
 1 standard Interface Cable (see Appendix A2) 
 2 2-way solenoid valve (normally closed) 
 3 2/3-way solenoid valve (open to ambient when switched off) 
 4 dust filter (see Chapter 3) 
  5, 6, 7 measuring point (CHA1...3), suction 
8, 9, 10 gas return points (see Chapter 3) 
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A2: Description of Interface M.A.C 2240 - Plant Control 
 
 
 
 
a) Signals from Plant Control to M.A.C 2240: 
 

Description Code 
Signal 

24 V to Pin 
No. 

GND to 
Pin No. 

Action M.A.C 2040 

Plant ON CRON 13 10 Request for measurement 
will be accepted if ready 

for measuring 
Request for measurement 

on channel CHA1 
MRQ1 12 10 starts measuring cycle on 

channel CHA1 
Pin 6+19 open 

Request for measurement 
on channel CHA2 

MRQ2 24 10 starts measuring cycle on 
channel CHA2 
Pin 5+17 open 

Request for measurement 
on channel CHA3 

MRQ3 11 10 starts measuring cycle on 
channel CHA3 
Pin 3+16 open 

Alarm is acknowledged AQUIT 23 10 Alarm is reset 
Pin 2+14 open 

 
 
 
b) Signals from M.A.C 2240 to Plant Control: 
 

Description Code 
Signal 

Output 

Instrument. ready for 
measurement 

PMSR Pin 8+20 closed 

Result on channel CHA1 
is < main alarm 

MOK1H Pin 6+19 closed 

Result on channel CHA2 
is < main alarm 

MOK2H Pin 5+17 closed 

Result on channel CHA3 
is < main alarm 

MOK3H Pin 3+16 closed 

Result on channel CHA1 
is < pre alarm 

MOK1V Pin 6+18 closed 

Result on channel CHA 2 
is < pre alarm 

MOK2V Pin 4+17 closed 

Result on channel CHA3 
is < pre alarm 

MOK3V Pin 3+15 closed 

Alarm or Failure ALARM Pin 2+14 closed 

 
Notes: 
1.) The voltage on CRON, MRQ(1..3) and AQUIT may be 24 V DC as well as 

24 V AC. 
2.) Max. admissible load at output contact: 48 V , 0,3 A 
3.) The output contacts for measuring channels which have not been requested for 

measurement are generally open 
4.) The alarm coming on at channel-change will be quit by M.A.C 2240 automati-

cally after 1 minute: Pins 2+14 open 
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A3: Pin Assignment of Machine-Interface Connector M.A.C 2240  
 
 
 

 
 
 

Fig. A5 
 
 output of machine control, input to M.A.C 2240 
 24 V DC or 24 V AC 
 Pins 11, 12, 13, 23, 24 against GND, Pin 10 
 
 output of M.A.C 2240, input to machine control 
 potential free contacts  
 Pins 2, 14 (Alarm) 
 Pins 6, 19 (MOK1H) - 5, 17 (MOK2H) - 3, 16 (MOK3H) 
 Pins 8, 18 (MOK1V) - 4, 17 (MOK2V) - 3, 15 (MOK3V) 
 Pins 7, 20 (PMSR) 
 
 max. contact load 0,3 A, 48 V 

 
 

Warning: 

The voltage of 12 V DC at pin 21 (+12V) and pin 22 (GND 12) is 
for use with the Interface-Tester G1289 only! 

Never connect any external devices! There would be a galvanic 
connection to the instruments electronics! In case of short circuit 

or overload the MG/MIF-Module can be damaged! 
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1 

25 

14 

1     nc 
2     ALARM 
3     CMOK3 
4     MOK2V 
5     MOK2H 
6     CMOK1 
7     nc 
8     PMSR 
9     nc 
10   GND (plant) 
11   MRQ3 
12   MRQ1 

13   CRON 
14   CALARM 
15   MOK3V 
16   MOK3H 
17   CMOK2 
18   MOK1V 
19   MOK1H 
20   CPMSR 
21   +12 V 
22   GND 12 
23   AQUIT 
24   MRQ2 
25   nc 

20 8 

6 
19 

18 

17 
5 

4 

3 
16 

15 

14 2 
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A3: Standard-Interface-Cable between M.A.C 2240 and Machine 
(Order-no. G03501) 
 
 
 
 
 
 
 

 
 
 
 
Fig. A3 
 
1 connector, female, series sub-d, 25 pins 
2 connecting cable, 16 wires (LiYCY 0.34 mm²) 
3 core end sleeve 
4 shrinking hose sleeve 
 

200 mm

5000 mm

21 4

3
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A5: Pin Assignment of Standard-Interface-Cable for M.A.C 2240 
(Order-no. G03501) 
 
 
 
 
 

 
 
 
 

Fig. A2 
 
connector, female, series sub-d, 25 pins 
with connecting cable, 16 wires (LiYCY 0.34 mm²) 
total length of I/F cable l = 5000 mm, with 200 mm free cable endings 
soldering point protected by shrinking hose sleeve 
 
1 output of machine control, input to M.A.C 2240 
 24 V DC or 24 V AC 
 
2 output of M.A.C 2240, input to machine control 
 potential free contacts  
 @ standard cable only the normally open contacts are wired 
 contact load max. 0.3 A, 48 V 

 


